WFUMB GUIDELINES AND RECOMMENDATIONS FOR CLINICAL USE OF ULTRASOUND ELASTOGRAPHY: PART 1: BASIC PRINCIPLES AND TERMINOLOGY

TSUYOSHI SHIINA, PhD, 1 KATHRYN R. NIGHTINGALE, PhD, 2 MARK L. PALMERI, MD, PhD, 2 TIMOTHY J. HALL, PhD, 3 JEFFREY C. BAMBER, PhD, 4 RICHARD G. BARR, MD, PhD, 5 LAURENT CASTERA, MD, 6 BYUNG IHN Choi, MD, 7 YI-HONG CHOU, MD, 8 DAVID COSGROVE, MD, 9 CHRISTOPH F. DIETRICH, MD, PhD, 10 HONG DING, MD, 11 DOMINIQUE AMY, MD, 12 ANDRE FARROKH, MD, 13 GIOVANNA FERRAIOLI, MD, 14 CARLO FILICE, MD, 14 MIREEN FRIEDRICH-RUST, MD, 15 KAZUTAKA NAKASHIMA, MD, PhD, 16 FRITZ SCHAFFER, MD, 17 IOAN SPOREA, MD, PhD, 18 SHINICHI SUZUKI, MD, 19 STEPHANIE WILSON, MD, 20 and MASATOSHI KUDO, MD, PhD 21

1 Department of Human Health Sciences, Graduate School of Medicine, Kyoto University, Kyoto, Japan; 2 Department of Biomedical Engineering, Duke University, Durham, NC, USA; 3 Department of Medical Physics, University of Wisconsin-Madison, Madison, WI, USA; 4 Joint Department of Physics, Institute of Cancer Research and Royal Marsden NHS Foundation Trust, Sutton, London, UK; 5 Department of Radiology, Northeastern Ohio Medical University, Rootstown, Ohio and Radiology Consultants Inc., Youngstown, Ohio, USA; 6 Service d’Hépatologie, Hôpital Beaujon, Clichy, Assistance Publique-Hôpitaux de Paris, INSERM U 773 CRB3, Université Denis Diderot Paris-VII, France; 7 Department of Radiology, Seoul National University Hospital, Seoul, Korea; 8 Department of Radiology, Veterans General Hospital and National Yang-Ming University, School of Medicine, Taipei; 9 Imaging Departments, Imperial and Kings Colleges, London, United Kingdom; 10 Medizinische Klinik 2, Caritas-Krankenhaus Bad Mergentheim, Germany; 11 Department of Ultrasound, Zhongshan Hospital, Fudan University, China; 12 Breast Center, 21 Ave V. Hugo 13100 Aix-en-Provence, France; 13 Department of Gynecology and Obstetrics, University Hospital RWTH Aachen, Germany; 14 Ultrasound Unit - Infectious Diseases Department, Fondazione IRCCS Policlinico San Matteo - University of Pavia, Italy; 15 Department of Internal Medicine 1, J. W. Goethe University Hospital, Theodor-Stern-Kai 7, 60590 Frankfurt am Main, Germany; 16 Department of General Surgery, Kawasaki Medical School, Okayama, Japan; 17 Department of Breast Imaging and Interventions, University Hospital Schleswig-Holstein Campus Kiel, Germany; 18 Department of Gastroenterology and Hepatology, University of Medicine and Pharmacy Timişoara, Romania; 19 Department of Thyroid and Endocrinology, Fukushima Medical University, School of Medicine, Fukushima, Japan; 20 Department of Diagnostic Imaging, Foothills Medical Centre, University of Calgary, Calgary, AB, Canada; and 21 Department of Gastroenterology and Hepatology, Kinki University School of Medicine, Osaka-Sayama, Osaka, Japan

Abstract—Conventional diagnostic ultrasound images of the anatomy (as opposed to blood flow) reveal differences in the acoustic properties of soft tissues (mainly echogenicity but also, to some extent, attenuation), whereas ultrasound-based elasticity images are able to reveal the differences in the elastic properties of soft tissues (e.g., elasticity and viscosity). The benefit of elasticity imaging lies in the fact that many soft tissues can share similar ultrasonic echogenicities but may have different mechanical properties that can be used to clearly visualize normal anatomy and delineate pathologic lesions. Typically, all elasticity measurement and imaging methods introduce a mechanical excitation and monitor the resulting tissue response. Some of the most widely available commercial elasticity imaging methods are ‘quasi-static’ and use external tissue compression to generate images of the resulting tissue strain (or deformation). In addition, many manufacturers now provide shear wave imaging and measurement methods, which deliver stiffness images based upon the shear wave propagation speed. The goal of this review is to describe the fundamental physics and the associated terminology underlying these technologies. We have included a questions and answers section, an extensive appendix, and a glossary of terms in this manuscript. We have also endeavored to ensure that the terminology and descriptions, although not identical, are broadly compatible across the WFUMB and EFSUMB sets of guidelines on elastography (Bamber et al. 2013; Cosgrove et al. 2013). (E-mail: shiina.tsuyoshi.6w@kyoto-u.ac.jp) © 2015 Published by Elsevier Inc. on behalf of World Federation for Ultrasound in Medicine & Biology.

Keywords: ultrasonography, elasticity, stiffness, elastogram, elastography, strain, shear wave, acoustic radiation force, transient elastography.
INTRODUCTION

It is known that changes in tissue stiffness are involved in various diseases such as cancerous masses, fibrosis associated with liver cirrhosis, and atheroma and calcification associated with arteriosclerosis. While a variety of techniques such as CT, MRI, and PET are being put to practical use for diagnostic imaging of morphology and function, a technique for objectively assessing tissue stiffness was only recently made widely available with the commercial introduction of ultrasound elastography. Some examples of the clinical usefulness of tissue stiffness measurement are:

1) Use in early detection and differential diagnosis of diseases because it may reflect qualitative changes even when morphological changes are not apparent.
2) Improvement in accuracy for diagnosing diseases involving fibrosis, such as cancer, chronic hepatitis and atherosclerosis, by evaluating the extent of lesions and the degree of progression.
3) Assessment of response to treatments, such as radiofrequency ablation and chemotherapy.

In elastically uniform materials, stiffness can easily be expressed using the elastic modulus as described in Section 2.1; however, in the case of biological tissues, there are a variety of factors that determine stiffness including the tissue’s fatty and fibrous constituents. For example, it is known that atherosclerotic plaques become stiffer with disease progression as their composition changes from lipid to fibrosis and calcified tissue. At the macroscopic level, it is known that the tissue in the margins around a malignant breast tumor is resistant to deformation and feels hard during palpation; therefore, tissue elasticity will differ depending on the microscopic or macroscopic observation. Moreover, the elasticity of biological tissue, which is anisotropic, viscous and nonlinear, will differ depending on the direction, extent and rate of deformation. Nevertheless, even when the elastic modulus is determined using the assumption that it is independent of these variables, it shows a high correlation with disease. As shown in Table 1, the results of mechanical measurement of resected breast cancer tissue (DCIS: ductal carcinoma in situ, IDC: invasive ductal carcinoma) showed that its elastic modulus (Young’s modulus) was significantly higher than that of normal glandular tissue (Krouskop et al. 1998; Wellman et al. 1999; Samani et al. 2007).

PRINCIPLES OF ELASTOGRAPHY

Measured physical quantity and excitation methods

Differences in the elasticity of soft tissues are expressed by elastic moduli such as Young’s modulus ($E$) and shear modulus ($G$), which indicate how difficult it is to deform tissues via compression and shear, respectively. In the commercially available elasticity imaging systems, these moduli are typically calculated using one of the following methods with respect to the directly measured quantity of tissue deformation (see the relational equations in Appendix):

1) Calculate $E$ using the following equation (Hooke’s law, Eq. (A1) in Appendix) after externally applying stress $\sigma$ and measuring strain $\varepsilon$,

$$E = \sigma/\varepsilon \quad (1)$$

2) Calculate $E$ or $G$ using Eq. (2) (derived from Appendix Eqs. (A7) and (A9)) after propagating shear waves (transverse waves) and measuring the propagation speed $c_s$.

$$E = 2(1 + \nu)G = 3G = 3\rho c_s^2 \quad (2)$$

Here, we assume that Poisson’s ratio ($\nu$) of soft tissue is near 0.5 for an incompressible medium, which is a good approximation (Eq. (A7)), and $\rho$ is the tissue density. Thus, Young’s modulus will be equal to about three times the shear modulus for most assumed incompressible and isotropic tissues.

Although work on ultrasonic assessment of tissue elasticity dates back to the 1970s (Bamber 1999), research on both of the above methods started at the same time in the early 1990s (Ophir et al. 1991; Parker et al. 1990, 2011). The former was called the quasi-static method and the latter the dynamic method according to how the external mechanical excitation was applied, but subsequently these have been referred to as strain imaging and shear wave imaging, respectively, based on the measured quantity.

Both strain and shear wave imaging require mechanical excitation that can be divided into (A) Manual compression (by hand or using cardiovascular pulsation or respiratory motion), (B) Acoustic Radiation Force Impulse, and (C) External mechanical vibration. Elastography is generally classified by the differences in the measured physical quantity, the excitation method, and the method of displaying the measured quantity.

Table 1. Young’s modulus of breast tissue samples (Samani et al. 2007)

<table>
<thead>
<tr>
<th>Breast tissue type</th>
<th>Young’s modulus: Mean ± SD (kPa)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Normal fat</td>
<td>3.25 ± 0.91</td>
</tr>
<tr>
<td>Normal fibroglandular tissue</td>
<td>3.24 ± 0.61</td>
</tr>
<tr>
<td>Fibroadenoma</td>
<td>6.41 ± 2.86</td>
</tr>
<tr>
<td>DCIS</td>
<td>16.38 ± 1.55</td>
</tr>
<tr>
<td>Low-grade IDC</td>
<td>10.40 ± 2.60</td>
</tr>
<tr>
<td>High-grade IDC</td>
<td>42.52 ± 12.47</td>
</tr>
</tbody>
</table>
Table 2a. Elastography methods. Each column shows methods and measured physical quantities for elastography. Each row shows methods for inducing displacement. Each cell shows a type of elastography.

<table>
<thead>
<tr>
<th>Measured physical quantity</th>
<th>Strain or Displacement</th>
<th>Shear wave speed</th>
</tr>
</thead>
<tbody>
<tr>
<td>(A) Manual compression</td>
<td></td>
<td></td>
</tr>
<tr>
<td>- Palpation,</td>
<td></td>
<td></td>
</tr>
<tr>
<td>- Cardiovascular/pulmonary</td>
<td></td>
<td></td>
</tr>
<tr>
<td>- Respiration</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Elastix™</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Real-time tissue elastography™</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Elastography</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Elastoscan™, eSieTouch™Elasticity Imaging</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Es cute Hitachi Aloka GE Philips, Toshiba Ultrasound, Mindray, Samsung Siemens</td>
<td></td>
<td></td>
</tr>
<tr>
<td>(B) Acoustic radiation force impulse excitation</td>
<td><strong>ARFI Imaging</strong></td>
<td><strong>Point shear wave speed measurement</strong></td>
</tr>
<tr>
<td>VirtualTouch™ Imaging (VTI/ARFI)</td>
<td>Siemens</td>
<td>Siemens Philips</td>
</tr>
<tr>
<td>(C) Controlled external vibration</td>
<td><em><strong>Transient elastography</strong></em></td>
<td>(Point shear wave speed measurement)</td>
</tr>
<tr>
<td>FibroScan™</td>
<td></td>
<td>Echomedix</td>
</tr>
<tr>
<td>ShearWave™, Elastostar™</td>
<td>SuperSonic Imaging Siemens</td>
<td></td>
</tr>
</tbody>
</table>

*The term ‘ARFI’ is often employed to refer to methods that use ARFI excitation independent of the physical quantity that is being measured (i.e., both for methods measuring strain/displacement and methods measuring shear wave speed), whereas the term ‘ARFI Imaging’ specifically refers to the use of an ARFI excitation and the subsequent measurement/display of tissue displacement or related physical quantity within the ARFI push region. Methods that employ an ARFI excitation and report shear wave speed have also been referred to as quantitative ARFI methods.

**The term point shear wave measurement has been introduced for the method where a local average of shear wave speed is determined using ARFI excitation with subsequent monitoring of the shear wave propagation outside of the push location throughout a specified region of interest that is presumed to be homogeneous (typically ~1 cm²).

***Transient elastography (TE) also performs point shear wave speed measurement (a term that has been introduced subsequent to the development of TE), but its name refers to the excitation method (i.e., the dynamic nature of the vibration in contrast to the quasi-static excitation used in strain imaging), rather than the physical quantity that is being measured.

(Table 2a). Methods that have been integrated into clinical practice can be categorized into the following groups:

1) Strain elastography
   Strain induced by quasi-static methods such as manual compression or cardiovascular/respiratory pulsation is estimated, and the distributions of strain or normalized strain values within the ROI are displayed.

2) Transient elastography
   A controlled vibrating external ‘punch’ is used to generate shear waves, and the average shear wave speed within an ROI is measured and converted to Young’s modulus using Eqn. (2). At present, commercialized technology is specialized for measuring the stiffness of liver tissue and not for imaging.

3) Acoustic Radiation Force Impulse (ARFI) Imaging
   Focused acoustic radiation force ‘pushing’ pulses are used to deform the tissue. The resulting tissue
displacement is measured within the focal region of each push within a specified ROI, and the distribution of displacement or its normalized values within the ROI is displayed. This imaging method provides similar information as the strain images of Group 1 because both strain and displacement are inversely related to tissue stiffness, and neither method provides a quantitative estimate of the tissue elastic moduli because they are both affected by tissue geometry.

4) Shear wave speed measurement and imaging using acoustic radiation force impulse excitation

Focused acoustic radiation force pushing pulses of short duration (i.e., temporal impulse, < 1 ms) are used to generate shear waves within an organ of interest, and the speed of the shear waves propagating away from the pushing location is measured. The information can be reported as either an average value within an ROI (a point measurement) or as an image, and the values are reported as either shear wave speed or converted to elastic modulus using Eq. (2).

Outputs obtained from each of these elastography techniques correspond to a measured physical quantity, as shown in Table 2b. For strain, geometric measures include the size or shape of the low strain area, strain ratio of the lesion to reference and E/B size ratio (ratio of the size of a lesion in the strain image to its size in the B-mode image). For shear wave speed-based methods, the physical quantity is speed itself, and/or Young’s modulus converted from shear wave speed on assumptions of constant density, homogeneity, isotropy, and incompressibility using Eq. (2). The characteristics of each technology are described below.

### STRAIN AND DISPLACEMENT

**Strain elastography**

The first style of elastography put to practical use is a method for measuring the tissue deformation generated by applying pressure with a probe on the body surface. It is classified as strain elastography in Table 2a.

As shown in Figure 1, when a very slight pressure is applied to tissue with a probe in the beam direction, displacement \( \delta(z) \) at each site \( z \) is calculated by comparing the echo signal before and after compression. Next, strain \( (\varepsilon) \), the deformation ratio between two adjacent points with interval, \( L \), is obtained as shown in Eq. (3):

\[
\varepsilon = \frac{d\delta}{dz} \rightarrow \frac{\delta_2 - \delta_1}{L}
\]  

(3)

As shown in Eq. (1), Young’s modulus \( E \) can be obtained if stress \( \sigma \) and strain \( \varepsilon \) are known; however, because it is difficult to actually calculate the stress distribution in vivo, it is assumed to be uniform. As a result, stiff segments with a large elastic modulus \( E \) will have a small strain \( \varepsilon \); therefore, strain represents relative stiffness.

Strain imaging was first developed in the 1970s and named elastography by Dr. Jonathan Ophir (Ophir et al. 1991). Through various investigations of approaches for measurement of strain and its imaging (Bamber et al., 1996; Shiina et al., 1996; Varghese et al., 1997; Bamber et al., 2002; Hall et al., 2003), the method of strain elastography has been commercialized, with the pressure applied manually, similar to palpation, or by cardiovascular pulsation and is currently being used in various fields of clinical medicine, including breast cancer diagnosis (Hall et al. 2003; Itoh A, et al., 2006).

<table>
<thead>
<tr>
<th>Methods Excitation method</th>
<th>Strain imaging</th>
<th>Shear wave imaging</th>
</tr>
</thead>
<tbody>
<tr>
<td>(A) Manual compression Palpation, Cardiovascular pulsation Respiratory</td>
<td>Strain elastography</td>
<td>Point shear wave speed measurement</td>
</tr>
<tr>
<td></td>
<td>Strain or normalized strain</td>
<td>Shear wave speed (m/s)</td>
</tr>
<tr>
<td></td>
<td>Geometric measures</td>
<td>Young’s modulus (kPa)</td>
</tr>
<tr>
<td></td>
<td>Strain ratio</td>
<td>Shear wave speed imaging</td>
</tr>
<tr>
<td></td>
<td>E/B size ratio</td>
<td>Shear wave speed (m/s)</td>
</tr>
<tr>
<td></td>
<td></td>
<td>Young’s modulus (kPa)</td>
</tr>
<tr>
<td>(B) Acoustic radiation force impulse excitation</td>
<td>ARFI Imaging</td>
<td>Transient Elastography</td>
</tr>
<tr>
<td></td>
<td>Displacement or normalized displacement</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Geometric measures</td>
<td></td>
</tr>
<tr>
<td></td>
<td>Displacement ratio</td>
<td></td>
</tr>
<tr>
<td></td>
<td>E/B size ratio</td>
<td></td>
</tr>
<tr>
<td>(C) Mechanical external vibration</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
With respect to manual compression of the body surface, it is possible to apply pressure up to the normal diagnostic depth of superficial organs such as the breast and thyroid gland; however, stress is not easily transmitted to deep organs such as the liver, making it difficult to elicit strain. Therefore, strain induced by either cardiovascular pulsation or respiration is used for evaluation of liver fibrosis with strain imaging (Morikawa et al. 2011).

**Commercial system of strain elastography**

The first commercial sale of ultrasound elastography was for strain elastography in 2003, employing manual compression with a probe. The efficacy of this system was demonstrated in the diagnosis of breast cancers together with the “Tsukuba (elasticity) score” (Shiina et al. 2002; Itoh et al. 2006). Strain imaging has the advantages of being easy to use and provides elasticity images with a high spatial resolution in a manner similar to palpation (i.e., tissue deformation). Currently, many manufacturers produce ultrasonographic equipment with a strain elastography function.

**Display methods for strain images.** Strain is a relative indicator of stiffness, which changes depending on the degree of compression. For example, the elastogram (strain image) shown in Figure 2(a) displays the normalized strain as the mean within the ROI to obtain a stable image without being subjected to fluctuations in the intensity of compression.

For clinical use, the display method of the elastogram is an important factor because it is useful for diagnosis to easily relate the location in the elastogram to the B-mode morphology. It is common to superimpose a translucent colored elastogram on the B-mode image. Dr. Ueno (Itoh et al. 2006) proposed a color scale that was applied to the first widely available commercial system (Figure 2(a)). At present, different color or gray scale displays are used for different ultrasonographic equipment (Figure 2(b)). In most equipment, users can select the color scale as desired.

**Trial of quantitative evaluation based on strain elastography.** As mentioned above, strain imaging is essentially qualitative because its quantification requires knowledge about the stress distribution within the body, so it is difficult to perform quantitative comparisons between cases. There are some approaches to solving inverse problems which estimate quantitatively elastic modulus from strain or displacement under certain assumptions (Barbone et al., 2004; Fehrenbach et al., 2007). However clinical application of those methods...
Figure 2. Display methods of strain image. (a) Elastogram displays the normalized strain as the mean within the ROI to obtain stable images without being subjected to fluctuations in the intensity of compression. The translucent colored elastogram within the ROI is superimposed on the corresponding B-mode image; the average strain in the ROI is indicated in

B-mode (breast cancer)  Elastogram
Color elastogram superimposed on B-mode image
(courtesy of Hitachi Aloka Medical)

Elastogram in a different color scale
(courtesy of Siemens)

Elastogram in gray scale. (courtesy of Siemens)
are still being investigated. Therefore, pseudo-quantitative methods such as the strain ratio, (Figure 3(a)) (Ueno et al. 2007; Farrokh et al. 2011) and the ratio of the size of the tumor in an elastogram to the size of the low-echo area in B-mode (Garra et al. 1997) (Figure 3(b)) have been used.

**Elasticity score.** Strain images depict the relative difference in elasticity between a lesion, such as a mass and the surrounding tissue, making it suitable for detecting patterns in images. In practice, the elasticity score (Tsukuba score) is widely used for breast cancer diagnosis (Itoh et al. 2006) (Figure 4).

**ARFI Imaging**

A method called **acoustic radiation force impulse (ARFI) imaging** that images the tissue deformation induced using focused ultrasound beams has been devised (Nightingale et al., 2001, Nightingale et al., 2002) and is commercially available. Imaging pulses before and after application of focused acoustic radiation force ‘push’ pulses are used to monitor the tissue displacement (as a measure of deformation) within the region of the ‘push’ (see Section 4.2 for a description of acoustic radiation force). The same transducer is used to generate the push pulse as well as to monitor the resulting tissue displacement. The tissue displacement response is directly related to the magnitude of the applied force and inversely related to the tissue stiffness. By sequentially interrogating different beam lines with focused radiation force and then synthesizing an image from the tissue response at a given time after the push (typically < 1 ms), as shown schematically in Figure 5, images of tissue displacement...
that portray relative differences in tissue stiffness are generated (Figure 6) with similar information to the images generated in strain imaging. This imaging approach is implemented as Siemens Virtual Touch™ Imaging (VTI).

**Appropriate measurement conditions and artifacts in strain imaging**

Many manufacturers provide elastography equipment employing strain elastography, but the imaging methods differ slightly, as do the recommended measurement conditions. In terms of artifacts in strain elastography, it should be noted that the stress distribution is not uniform within the body and that tissue elasticity is nonlinear as explained in the next paragraph and in section 4.3.

An artifact resulting from non-uniform stress distribution is shown in Figure 7. In many cases, this type of artifact is easily recognized by *a priori* information such as the shape of the tumor. Artifacts due to the nonlinearity of tissue are also observed (Figure 8). The nonlinearity becomes marked when the compression generates strain in excess of several percent (i.e., for a typical breast of 3-cm thickness, a reading of 1.5 mm would be 5% strain). However, when strain of approximately 1% (i.e., 0.3 mm for a typical breast of 3-cm thickness) is generated in the mammary gland, stability and reproducibility can be achieved even if the level of compression fluctuates because it is within the linear range. Various available commercial systems have different image processing.

---

**Figure 4. Elasticity score in breast cancer diagnosis.** The elasticity score is a five-point scale used to classify elastography patterns from benign to malignant as follows: score 1 (benign), score 2 (probably benign), score 3 (benign or malignant are equivocal), score 4 (malignancy suspected), and score 5 (malignancy strongly suggested). In the case of cysts, a specific blue-green-red (or black-gray-white) pattern called the BGR sign is seen from the body surface side. This is a type of artifact, but because the level of the internal echo signals from a cyst is low, it can be used for cyst diagnosis, like a lateral shadow or posterior enhancement on B-mode images.

**Figure 5. Pulse sequence in ARFI Imaging.**
methods, and thus, they have different recommended methods for the magnitude of the applied compression, as well as the rate at which it should be applied.

ARFI imaging does not rely on transducer compression as the quasi-static strain elastography methods do, and thus, it has the advantage of being able to focus the ‘push’ within deep lying organs, where it can be difficult to generate deformation with compression from the body surface. However, as with strain elastography, nonlinear tissue responses can be generated by transducer compression, so minimal compression should be applied during ARFI imaging. In addition, the ‘push’ pulses are of longer duration than standard diagnostic pulses, and current methods typically employ relatively low frame rates to maintain acoustic output within diagnostic limits.

SHEAR WAVE SPEED MEASUREMENT AND IMAGING

Shear wave imaging methods monitor the propagation of shear waves in tissue. In contrast to ultrasonic or compressive waves that propagate in the same direction as the tissue displacement, shear waves propagate in a direction orthogonal to the direction of the tissue displacement (Table A1 in Appendix). These methods estimate the speed of shear wave propagation \( c_s \) through tissues, which, assuming that tissue has very simple behaviors (i.e., linear, isotropic, and homogeneous), is related to the underlying material stiffness through Eq. (2) \( G = \rho c_s^2 = E/3 \). As with strain imaging, shear waves can be generated from a variety of sources, including external vibration, physiologic motion, and acoustic radiation force, and in the research community, methods have been developed exploiting each of these. Tables 2a and 2b summarize the commercially available shear wave speed systems, including their methods of excitation and measurements reported, as described in the following sections.

Shear wave methods that use external sources

Two commercial methods employ external sources to induce shear waves. One uses ultrasound to monitor the shear wave propagation and is called Transient Elastography, as described below. The other employs magnetic resonance imaging to monitor shear wave propagation, called magnetic resonance elastography (MRE) (Mariappan, Glaser, & Ehman, 2010). Unlike all currently available ultrasound shear-wave elastography systems, which use shear-wave pulses, MRE tends to employ continuously vibrating sources. It should also be noted that MRE methods report images of shear modulus.

Figure 6. The top image pair shows a metastatic melanoma mass in an otherwise healthy liver. The mass appears as a hypoechoic region in the B-mode image; in the corresponding ARFI image, the malignant mass does not displace (darker region) as much as the background liver tissue (white) and can be interpreted to be stiffer than the liver tissue. The lower image pair shows B-mode and ARFI images of a hepatocellular carcinoma in a cirrhotic liver. In the ARFI image, the mass appears more compliant (i.e., displaces more) than the stiffer, diseased liver tissue. (Image reproduced and modified with permission from Physics in Medicine and Biology (Fahey et al., 2008)).
(G = E/3), whereas ultrasonic-based shear wave methods report either shear wave speed (cₔ) or Young’s modulus (E = 3G = 3pcₔ²), which are related through Eq. (2).

**Transient Elastography.** The first commercially available ultrasonic shear wave measurement system, FibroScan™ (Echosens, Paris, France), was based upon the concept of transient elastography (Sandrin et al., 2003). This system employs a controlled external mechanical excitation (using a piston that ‘punches’ the body surface) that is integrated with an ultrasonic transducer to monitor the pulse of shear waves that is generated by the punch. The ultrasonic transducer has a fixed focal configuration, and the shear wave speed that is measured corresponds to the average shear wave speed in the region of tissue along the ‘A-line’ that is imaged by the transducer. The FibroScan™ displays the corresponding Young’s modulus, computed using Eq. (2), and is specifically designed for measuring liver stiffness without displaying a B-mode image.

**Acoustic Radiation Force shear wave methods**

In acoustic radiation force-based shear wave methods, a focused acoustic beam is used to generate shear waves via an acoustic radiation force impulse, and ultrasonic imaging is used to monitor the resulting shear wave propagation away from the radiation force ‘push’ location. B-mode image guidance is possible during the measurement because the same transducer is used to generate the shear waves and to image its propagation. As shown in Tables 2a and 2b, methods have been developed that provide ‘point’ measurements, reporting average shear wave speed (and/or Young’s modulus) in a local region of interest, as well as 2D images that portray shear wave speed (and/or Young’s modulus) at rates of up to a few frames per second.

**What is Acoustic Radiation Force?** Acoustic radiation force results from a transfer of momentum from the propagating ultrasonic wave to the tissue through which it is propagating due to absorption and scattering mechanisms. The magnitude of the applied acoustic radiation force (F) can be related to the acoustic absorption (α) and speed of sound (c) in the tissue and the temporal average intensity of the acoustic beam (I) by (Nyborg, Litovitz, & Davis, 1965; Torr, 1984):

$$F \propto \alpha \cdot c \cdot I$$

**Figure 7.** Artifacts due to stress concentration. Strain is used as the index of stiffness instead of Young’s modulus on the assumption that stress is uniform based on Eq. (1). However, in practice, stress tends to concentrate on curved boundaries so that strain increases along a boundary compared with the adjacent area. This phenomenon causes artifacts such that the region near the boundary looks softer than the adjacent area.
The transfer of momentum from the propagating acoustic wave to the tissue occurs over the duration of the acoustic pulse. In addition to vibrating at the ultrasonic frequency, the tissue within the region of excitation (ROE, or region where the ultrasound waves propagate and are absorbed) is deformed in response to a focused acoustic radiation force excitation, and shear waves propagate away from the ROE (Figure 9). While this phenomenon occurs with conventional B-mode imaging, the force magnitudes are too small to generate tissue motion that could be measured with conventional ultrasound. Through the use of longer duration acoustic pulses (0.05-1 ms) than are typically used in diagnostic ultrasound (< 0.02 ms), transient soft tissue deformation on the order of microns (10^{-6} m) can be generated in vivo. Acoustic radiation force can be applied at a single focal location or a multiple focal zone configuration in which each focal zone is interrogated in rapid succession, leading to a cylindrically shaped shear wave extending over a larger depth, enabling real-time shear wave images to be formed. This multiple focal zone approach has been termed ‘supersonic shear imaging’ (SSI, J. Bercoff, Pernot, Tanter, & Fink, 2004).

Types of Displays. There is a tradeoff between precision and spatial resolution in shear wave speed estimation methods. The use of larger propagation distances to compute the wave speed presumes a larger homogeneous region and typically is associated with higher precision and accuracy; however, this comes at the expense of spatial
resolution (Rouze et al., 2012). Systems employing this approach are listed as ‘point measures’ in Table 2a,b. To generate two-dimensional shear wave images, smaller propagation distances are utilized to obtain better spatial resolution; however, decreasing the distance over which the shear wave is monitored increases the variance of the estimate at each pixel. Resolution of 1-2 mm has been reported for shear wave imaging systems (Deffieux et al. 2009; McLaughlin & Renzi, 2006). Examples of point measurement and imaging approaches are shown in Figure 10.

Safety of Acoustic Radiation Force Imaging Methods. The safety of diagnostic ultrasonic imaging methods is monitored through several metrics, including Thermal Index (TI) related to the expected tissue heating and Mechanical Index (MI) related to the potential for inducing acoustic cavitation (i.e., rapid and violent collapse of a bubble which can be associated with highly localized tissue damage) (Meltzer, 1996). Acoustic radiation force-based imaging methods typically employ excitation pulses with similar pulse amplitudes (1.0 < MI < 1.9) and longer pulse durations (several hundred cycles) than those commonly used for diagnostic imaging (10-20 cycles for Doppler methods). Commercially available radiation force-based systems are designed to operate within accepted diagnostic limits; thus, no detrimental bioeffects are anticipated with these methods and none have been reported to date.

There are some specific imaging scenarios wherein bioeffects have been reported for diagnostic ultrasound, and given the longer pulse durations used in ARFI pulses, bioeffects would be anticipated, and possibly increased, in these cases. Application of the ALARA principle (Orenstein, 2011) would not likely support the use of ARFI imaging in these clinical scenarios until further bioeffects studies are performed. Reports of cavitation-based bioeffects have been associated with diagnostic ultrasound imaging in the presence of contrast agents and tissues known to contain gaseous bodies (e.g., lung) using MI values greater than 0.4 (Miller et al., 2008)(Claudon et al., 2013). Given that the MI values employed by acoustic radiation force excitation pulses are generally greater than 0.4 and approach 1.9 for liver imaging, it is likely that ultrasonic contrast agents would cavitate if exposed to these pulses. In addition, pulsed diagnostic ultrasound has been reported to increase fetal activity during exposure (Fatemi, Alizad, & Greenleaf, 2005),(Stratmeyer et al., 2008), which has been postulated to be associated with

Figure 9. Examples of shear wave propagation represented as isocontours of displacement at different times after impulsive (i.e., < 1 ms) focused (white arrow) acoustic radiation force excitation. The 0 ms image reflects the force distribution in the region of excitation (ROE). The displacement amplitude is dictated by the underlying material stiffness, with more compliant materials displacing farther than stiffer materials. The ARFI images (Fig. 6) are generated by monitoring displacement along the central axis of the ROE, and translating the excitation throughout the imaging FOV. The plot in the upper right shows the displacement through time profiles at the focal depth of the radiation force excitation at three different lateral positions (indicated by the colored arrows in the isocontour images). Shear wave speed measurements are generated by monitoring the propagation between different lateral positions, as shown in the plot, where, for example, the wave arrives at 1.5 mm at 1.8 ms, and at 3 mm at 3.1 ms, so the wave speed is

\[
\frac{(3 \text{ mm} - 1.5 \text{ mm})}{(3.1 \text{ ms} - 1.8 \text{ ms})} = 1.15 \text{ m/s}.
\]
radiation force on the head or the inner ear, specifically the semicircular canals, in the audible frequency range (Fatemi et al., 2005). Although this bioeffect has not been shown to be detrimental, the radiation forces generated by ARFI pulses are applied using pulse durations 1-2 orders of magnitude longer than those associated with conventional B-mode/Doppler imaging and pre-clinical studies investigating the impact of ARFI-scale radiation forces on the fetus are needed to assess the ALARA principle for this application.

**Appropriate measurement conditions and artifacts in shear wave speed measurement and imaging**

While simplifying assumptions are employed in all of the systems listed in Tables 2a and 2b, soft tissues are known to be inherently nonlinear, viscoelastic, and heterogeneous. These properties can affect the measurements. For example, adding viscosity to the tissue description (see appendix) means that the tissue stiffness and, thus, the shear wave speed, also depend on the excitation frequency, which is a phenomenon called dispersion. The effects of dispersion could result in differences between the measured shear wave speeds obtained with different commercial systems in a given patient.

Tissue material nonlinearities (e.g., hyperelastic material models) imply that the strain ($\varepsilon$) in response to an applied stress (e.g., transducer compression or acoustic radiation force) is dependent on the initial strain state of the material (i.e., the values reported by the systems can change with tissue compression). This phenomenon is described in the context of strain imaging in Figure 8, and it similarly impacts shear wave measurement systems. Increasing shear wave speeds have been correlated with increasing transducer compression during measurement in both breast and prostate tissues (Barr & Zhang, 2012). In addition, liver shear wave speed increases have been correlated with portal hypertension (Bureau et al., 2008), a phenomenon that has been shown to be associated with the nonlinear nature of hepatic tissue (Rotemberg et al., 2012). The impact of neglecting this behavior is currently unclear; however, similar to strain imaging, application of minimal compression (e.g., < 0.3 mm in a typical 3 cm thick breast) during imaging is desirable to improve reproducibility.

When the assumption of tissue homogeneity within the shear wave estimation region is violated, artifacts can occur, leading to incorrect shear wave speed estimates. These artifacts arise from shear wave reflections at structural interfaces and can result in a ‘soft-center’ artifact in shear wave images of very stiff lesions (Deffieux et al., 2011; Rouze et al., 2012). This artifact is likely a contributing factor to the challenges reported in characterizing BIRADS-5 breast lesions with shear wave speed imaging (Berg et al., 2012). It is helpful to exclude structural boundaries that are visible on B-mode from the measurement region when using ‘point measurement’ systems.

The development of application-specific algorithms, standardization of imaging protocols, and calibration standards for shear wave imaging systems is underway through an international effort supported by the RSNA Quantitative Imaging Biomarker Alliance (Hall et al., 2013), with the goal of characterizing and minimizing the impact of these confounding effects.

**RELATIONSHIP BETWEEN STRAIN, DISPLACEMENT, AND SHEAR WAVE SPEED**

Strain, displacement, and shear wave speed images provide information related to the underlying tissue...
stiffness. As such, in the absence of artifacts, correlation between these image types in a given patient is expected to be high. In general, strain images exhibit higher spatial resolution, and shear wave images have higher contrast; however, when the simplifying assumptions used to derive the images and measurements for different methods do not accurately reflect tissue behaviors, differences between images from different techniques can be anticipated. Tissue nonlinearity is associated with decreased elastogram contrast for some pathologies (Figure 8) and increased shear wave speeds with increased shear modulus, $E$, (kPa) related to the shear wave speed, $c_s$ (m/s) when reported by commercially available shear wave imaging systems?

$$E = 3c_s^2$$ (under certain limiting assumptions, which may include neglecting structural stiffness). Note that MRE systems report shear modulus, $G$, (kPa), related to the above as $G = c_s^2 / E$.

Acknowledgments—The authors acknowledge the cooperative contributions provided by the following companies: Echoens, Esaote, GE Healthcare, Hitachi Aloka Medical, Philips, Siemens Healthcare, SuperSonic Imagine, and Toshiba Medical Systems. Furthermore, the authors gratefully acknowledge Glynis Harvey and Stephanie Hynes from the WFUMB office for their efficient management.

REFERENCES


GLOSSARY

acoustic radiation force
- A physical phenomenon resulting from the interaction of an acoustic wave with the medium through which it is propagating, generated by a transfer of momentum from the wave to the medium, arising from the absorption and/or scattering/reflection of acoustic energy; the term ‘acoustic radiation’ refers to the propagation of acoustic energy, which is a form of non-ionizing radiation.

acoustic radiation force impulse (ARFI)
- A temporally impulse-like (i.e., very short duration, < 1 msec) acoustic radiation force, typically generated with a focused acoustic beam. In the technical literature, this term has been used interchangeably with ‘ARFI imaging’, however, in the clinical and commercial product literature, this term has been used to refer to both ARFI imaging and quantitative ARFI.

acoustic radiation pressure
- The acoustic radiation force exerted on the surface of an object placed in the path of a propagating acoustic wave.

ARFI imaging
- A form of elasticity imaging that uses acoustic radiation force impulse (ARFI) excitation, and generates images related to the corresponding tissue displacement within the ARFI excitation beam. ARFI excitations are used to sequentially interrogate adjacent lateral positions within a specified field of view, with the corresponding images reflecting relative tissue displacement. The information in these images is similar to that from strain images generated with external compression.

ARFI quantification
- A term widely used in the clinical literature to describe the point shear wave elastography method employed by the Siemens VT™ feature. See also point shear wave elastography.

axial strain
- Strain in the direction of the applied force. In elastography, this is generally in the direction of the acoustic beam, or the depth direction.

bulk modulus
- A fundamental material property that quantifies the resistance to volume change with increasing pressure. It is equivalent to the resistance to increase density with increasing pressure. The bulk modulus is the inverse of compressibility.

compressibility
- A measure of the relative volume change in response to a pressure change. Compressibility is the inverse of the bulk modulus. Note that there is a distinction between adiabatic (constant entropy) compressibility and isothermal (constant temperature) compressibility, but the distinction is beyond the scope of most needs in elastography.

compressional wave
- A mechanical wave that propagates in the direction of the particle displacement. A compressional wave is a propagating increase (and then decrease) in the local pressure or density. These are also known as acoustic waves, sound waves, pressure waves, p-waves or longitudinal waves.

dispersion (acoustics)
- The phenomena of a wave separating into its frequency components as it propagates. Dispersion is caused by the phase velocity in the material being frequency-dependent (generally, higher frequency component of the wave traveling faster than lower frequency components).

dispersive medium
- A material that exhibits dispersion.

elastic modulus
- A quantity relating the ability of a material to resist deformation when a force is applied. There are many elastic moduli that are specific to the type of force (or stress) and the type of deformation (or strain); see, for example, bulk modulus, shear modulus, Young’s modulus, and Poisson’s ratio.

elastic nonlinearity
- The increase in the slope of the stress-strain curve with increasing strain. It is a measure of the increased stiffness of a material as the deformation of that material increases.
elastogram
- An image of the (visco-) elastic properties of tissue.

elastography
- Any imaging method that provides information related to the stiffness (or another elastic property) of tissue.

group velocity
- The velocity at which the overall shape (modulation, envelope) of a wave propagates. It is the wave speed associated with the weighted sum of the individual phase velocities comprising the wave.

indentation test
- A method for estimating the mechanical properties of a material. Specifically, indentation tests are designed to measure the “hardness” of a material (generally, its ability to resist plastic deformation or fracture). This approach is sometimes used to estimate the Young’s modulus of a material.

kilopascal
- One thousand Pascals (kPa).

loss modulus
- The quantity describing inelastic (or viscous) response of a viscoelastic material to an applied force (stress). The loss modulus combines with the storage modulus (the elastic response or stored energy) to express the complex modulus.

magnetic resonance elastography (MRE)
- An elasticity imaging method that uses an external vibration device to generate shear waves, and Magnetic Resonance Imaging to monitor the tissue response to generate images of shear modulus (which is related to Young’s modulus by a factor of 1/3 under certain simplifying assumptions).

modulus of rigidity
- See shear modulus.

pascal
- A unit measure of pressure, stress, shear modulus, Young’s modulus or tensile strength. Named for the French mathematician and physicist Blaise Pascal, one pascal (Pa) is equivalent to one newton per square meter, and 1 kPa is approximately 0.01 atmospheres.

phase velocity
- The rate at which the phase of a wave, or any single frequency component of the wave, travels in space. The phase velocity is the ratio of the wavelength to the period of the wave.

point shear wave elastography
- An elasticity estimation method that generates a shear wave with acoustic radiation force, and reports a quantitative stiffness metric (either shear wave speed or Young’s modulus) that represents the average of that metric within a local region of interest that is assumed to be homogeneous.

Poisson’s ratio
- A fundamental material property that quantifies the negative ratio of transverse strain to longitudinal strain in an elastic material. For isotropic materials, Poisson’s ratio lies between -1 and 0.5. Incompressible materials have a Poisson’s ratio of 0.5. Named after the French mathematician and physicist Simeon Denis Poisson, Poisson’s ratio, like the shear modulus, describes the resistance of a material to changes in shape, but Poisson’s ratio relates a change in dimension in the direction of the applied load to the change in shape of the material in the perpendicular direction.

quasi-static loading
- The application of stress that happens sufficiently slowly such that the inertial effects are negligible (time dependence of the load and inertial mass can be ignored). This is in contrast to dynamic loading.

radiation force
- See acoustic radiation force.

shear modulus
- A material property that quantifies the resistance of a material to change its shape in shear (deformation of a material in which parallel internal surfaces slide past one another). It is defined as the ratio of the shear stress to the shear strain and is also known as the modulus of rigidity. The units of the shear modulus are Pascals.

shear strain
- The deformation of a body in which a cross sectional plane through the body is displaced parallel to itself. Such a deformation is the result of a shear stress.

shear stress
- The component of stress on a surface that is tangential to the surface. For flat surfaces, the force vector is in the plane of the surface. The units of shear stress are Pascals.

shear viscosity
- The resistance of a fluid to deformation (flow). A fluid with no viscosity is called an ‘ideal fluid’. Fluids that flow readily, such as water, are low viscosity. Fluids that resist flow, such as molasses, are high viscosity. The units of viscosity are Pascal – second.

shear wave
- A mechanical wave that propagates in the direction perpendicular to the particle displacement in an infinite material. These are a special type of transverse waves and are also known as s-waves.

shear wave elastography
- An elasticity imaging method that uses acoustic radiation force to generate shear waves and generates quantitative images of a stiffness metric (where the color bar represents either Young’s modulus or shear wave speed).
shear wave imaging
- An elastography method that induces and monitors shear wave propagation in tissue and reports a quantitative value related to the stiffness (i.e., shear wave speed, Young’s modulus, shear modulus).

SNR (signal to noise ratio)
- The ratio of the amount of signal divided by the amount of noise present in data.

stiffness
- The extent to which an object resists deformation in response to an applied force.

strain
- A measure of relative deformation. The most commonly used form is referred to as “infinitesimal strain” or “engineering strain,” which is the ratio of the total deformation (ΔL) divided by the initial dimension of the material (L), so that strain = ΔL/L.

strain imaging
- An elastography method that generates images of tissue strain, which is related to both the structural stiffness of the object and the shear modulus of tissue.

stress
- The force per unit area acting on a body. Stresses can result from forces on the surface of the body or can be due to an internal particle (volume element) acting on an adjacent particle (volume element). The units of stress are the Pascal. See also particular types of stress such as compressive stress, shear stress and uniaxial stress.

stress concentration
- Localized stress that is considerably higher than the average surrounding stress. This is usually caused by an irregular surface shape or a local inclusion with different viscoelastic properties.

stress decay
- A loss in stress in an object either with time (such as in a stress relaxation experiment) or in space (such as due to diffraction effects from a surface indenter).

structural stiffness
- Stiffness arising from the structure of an object; an object’s stiffness arises from both its shear modulus and the effect of its structure. For example, a thin membrane will have a lower structural stiffness and, hence, lower stiffness, than a thicker membrane of the same shear modulus, or a tube formed from a sheet of paper is stiffer than the sheet of paper due to the differences in structural stiffness.

transient elastography
- An elasticity estimation method that generates a shear wave with an external vibration and reports a quantitative stiffness metric (Young’s modulus) that represents the average of that metric within a local region that is assumed to be homogeneous.

transverse strain
- That component of strain perpendicular to some relevant axis of the material.

transverse wave
- A wave that propagates in a direction that is perpendicular to the particle displacement.

uniaxial strain
- An idealized condition in which a planar surface (or cross section through a material) has uniform displacement perpendicular to the plane of the surface (or cross section).

uniaxial stress
- An idealized condition in which a planar surface (or cross section through a material) has uniformly distributed force over the entire surface and that force is perpendicular to the plane of the surface (or cross section).

viscoelastic material
- A material, such as a polymer or tissue, that is not perfectly elastic. A perfectly elastic material stores all energy from a deformation and releases that energy (such as to return to its initial state) when the applied force is removed. When a dynamic load is applied to a perfectly elastic material, the strain is in phase with the stress. For a purely viscous fluid, the strain will lag the stress by 90 degrees. A viscoelastic material will respond somewhere between these ideal cases.

viscosity
- See shear viscosity.

wave
- A disturbance or oscillation that travels through a medium.

Young’s modulus
- A material property that indicates how difficult it is to deform a material by stretching or compression. It is the ratio of the uniaxial stress to the uniaxial strain (either compressive or tensile loading).

APPENDIX

This appendix provides a more in depth, although brief, description of the technical details related to tissue biomechanics and elasticity imaging. For thorough reviews of elasticity imaging methods, the reader is referred to the following review articles: (Duck 1990; Fung 1993; Saada 1993; Sarvazyan 2004; Sarvazyan 2001; Wells & Liang, 2011; Doherty et al. 2013); (Greenleaf, Fatemi, & Insana, 2003; Parker et al., 2005).

A.1 – Tissue Biomechanics

Stiffness is resistance to deformation, and application of external force is required to measure it. The behavior exhibited when a force is applied to the tissue is described as a viscoelastic body with viscosity and elasticity, and it can be approximated using the model shown in Figure A1. As shown in Figure A1(a), the stress σ (equal to external force per unit area) and strain ε (equal to expansion per unit length)
exhibit proportionality, which is known in Hooke’s law in Eq. (A1), and its coefficient is elastic modulus $G$.

$$s_1 = \frac{\sigma_1}{\varepsilon}$$  \hspace{1cm} (A1)

As shown in Figure A1 (b), as for the viscosity component, stress $\sigma_2$ is proportional to the speed of deformation, i.e., strain rate $d\varepsilon/dt$, and its coefficient $\mu$ is the viscosity coefficient.

$$\sigma_2 = \mu \frac{d\varepsilon}{dt}$$  \hspace{1cm} (A2)

The mechanical characteristics of general tissue consist of a complex combination of elastic and viscous components, which are often approximated using a simplified model such as the one in Figure A1 (c). Where the speed of the applied external force is slow (such as manual compression), and the effect of viscosity can be disregarded in Eq. (A2), the model shown in Figure A1 (c) can approximate the dynamic properties with only the elastic component Figure A1 (a). Conversely, if high-frequency vibration is applied, the viscous component will have a major effect, the extent of which will depend on the frequency.

With regard to elasticity, three types of elastic moduli (Young’s modulus, shear modulus, and bulk modulus) are defined based on the method of deformation. Young’s modulus $E$ is defined by the following equation when stress is applied longitudinally to a long, thin cylindrical object, and strain occurs as shown in Figure 2(a).

$$\sigma = E \cdot \varepsilon_L$$  \hspace{1cm} (A3)

where $\sigma$ is stress and $\varepsilon_L = \Delta L/L$ is (longitudinal) strain.

In the absence of volume change, a cylindrical object becomes thinner when stretched in Figure A2 (a). The percent change in the radial direction, $\varepsilon_r = \Delta r / r$, is called transverse strain, and the ratio of longitudinal strain to transverse strain,

$$\nu = \frac{\varepsilon_L}{\varepsilon_r}$$  \hspace{1cm} (A4)

is called Poisson’s ratio. Poisson’s ratio indicates the extent of volume change caused by deformation, and $\nu$ is no higher than 0.5 in the case of an incompressible medium.
Wave propagation generally involves a component that determines the propagation velocity of waves, which is expressed as

\[ c_L = \sqrt{\frac{K}{\rho}} \]  

where \( \rho \) is the density of the medium, which is approximately 1540 kg/m\(^3\) in soft tissues. Using the shear modulus, the speed \( c_S \) of transverse (shear) waves is

\[ c_S = \sqrt{\frac{G}{\rho}} \]  

Shear modulus \( G \) is defined by the following equation for the shear deformation shown in Figure A2 (b).

\[ \sigma = G \epsilon_s \]  

where \( \epsilon_s \) is shear strain.

Bulk modulus \( K \) is defined by the following equation when the volume changes under pressure.

\[ \sigma = K \epsilon_v \]  

where \( \epsilon_v = \Delta V/V \) is the volume strain. The larger the elastic modulus is, the stiffer the medium will be with the same stress, so the object will be stiffer. For example, Young’s modulus \( E \) is expressed as in Eq. (A6) using shear modulus \( G \) and Poisson’s ratio \( \nu \). The water content of soft tissue is high, and consequently, its Poisson’s ratio is near 0.5 of an incompressible medium, so Young’s modulus will be equal to approximately three times the shear modulus, as in the following equation.

\[ E = 2(\nu + 1)G \]  

Thus, the elastic modulus is defined for static deformations, but it is also a component that determines the propagation velocity of waves. Wave propagation generally involves longitudinal waves and transverse waves, as shown in Table A1. In the case of ordinary ultrasound images, longitudinal waves are used, and the speed \( c_L \) of the longitudinal waves is

\[ c_L = \sqrt{\frac{K}{\rho}} \]  

where \( \rho \) indicates the density of the medium, which is approximately 1540 m/s in soft tissues. Using the shear modulus, the speed \( c_S \) of transverse waves is expressed as

\[ c_s = \sqrt{\frac{G}{\rho}} \]  

which is approximately 1-10 m/s in soft tissues.

Equations (A8) and (A9) indicate that the larger \( K \) and \( G \) are, i.e., the stiffer the medium is, the faster the wave will propagate. In the case of soft tissue, the speed of a longitudinal wave is comparable to the sound speed in water \( c_L \approx 1500 \text{ m/s} \); this means that there is little difference in \( K \) between tissues. In contrast, transverse waves, which are often called shear waves, attenuate rapidly and disappear in the MHz ultrasound band, but attenuation is lower and they can propagate in vivo when the frequency is below 1 kHz. Moreover, their velocity is quite low \( c_S = 1-10 \text{ m/s} \) compared with longitudinal waves, so \( G \) is low (1-100 kPa), and the difference between tissues is large, which enables elasticity imaging methods to reconstruct images with high tissue contrast (Saravazyan et al. 2004).

On the other hand, unlike static deformation, velocity dispersion caused by the viscosity occurs during wave propagation when the frequency is high in soft tissues. For example, when the Kelvin-Voigt model is used (Figure A1 (c)), the following equation is derived for the speed of a transverse wave instead of Eq. (A9) as a result of taking viscosity into account (Defieux et al. 2009).

\[ c_s = \frac{2 \sqrt{G^2 + (2\pi f)^2}}{\rho \sqrt{G^2 + (2\pi f)^2}} \]  

Thus, shear wave speed becomes a function of frequency \( f \), and the higher the frequency is, the faster the speed. This could lead to differences in shear wave speeds measured with different imaging systems, and the magnitude of this possible effect remains the focus of the QIBA work (RSNA, n.d.).

### A.2 Ultrasonic displacement measurement

In strain imaging, displacement in the direction of pulse propagation is measured to calculate strain, while in shear wave speed imaging, the displacement of tissue in the direction perpendicular to the shear wave propagation is measured to calculate their speed. Thus, measurement of displacement is a key technology in all elastography techniques, and there are several methods for measuring it. As shown in Table A2, strain elastography is now installed in ultrasound equipment of many manufacturers; however, each manufacturer uses their own method for measuring displacement, which results in differences in image characteristics such as spatial and temporal resolution and differences in optimal measurement conditions.

The typical methods for measuring displacement are shown below.

1. Spatial correlation method (speckle tracking method, pattern matching method)

This is a method that tracks the movement of image patterns. Because patterns move while maintaining their speckle pattern as long as the strain is extremely slight, in this method, the amount of movement, i.e., displacement, is sought by setting a region of interest (ROI) and calculating the spatial correlation of the ROI before and after compression.

The simplest method is to measure 1D displacement along the beam axis, as shown in Figure A3 (a). The cross-correlation coefficient in Eq. (A11) is calculated to evaluate the degree of similarity. Calculation of the cross-correlation coefficient is repeated while moving the window, and displacement is defined as the amount of movement when the correlation is at its maximum.

<table>
<thead>
<tr>
<th>Direction of propagation and vibration</th>
<th>Sound speed</th>
<th>Main use (frequency)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Longitudinal wave (compression wave)</td>
<td>( c_L = \sqrt{\frac{K}{\rho}} ) K~2 GPa Imaging by pulse-echo method (MHz band)</td>
<td></td>
</tr>
<tr>
<td>Transverse wave (shear wave)</td>
<td>( c_s = \sqrt{\frac{G}{\rho}} ) G=1-100 kPa Elastography (( \leq 1 \text{kHz} ))</td>
<td></td>
</tr>
</tbody>
</table>

Table A1. Longitudinal waves and transverse waves

C: Compression, R: Rarefaction
where, $x(z;t)$ and $y(z;t)$ are echo signals before and after compression, respectively, which are clipped out in the window centered around a depth $z$.

In reality, each ROI moves in the azimuth direction in the cross section. Therefore, an adjustment is made to estimate the displacement more accurately by performing a 2D search in both the range direction and the azimuth direction, as shown in Figure A3(b). In addition, tissue also moves in the slice direction, but the beam width in the slice direction is generally large when an ordinary electronic scanning probe is used, so the impact is smaller than in the azimuthal direction as long as the cross section does not deviate considerably.

(2) Phase difference detection method (Doppler method)

As shown in Figure A4, this is basically the same method as that used in color Doppler and tissue Doppler (Thomas et al. 2007). The phase difference between echo signals obtained by transmitting repeated pulses is detected by an autocorrelation method to calculate displacement.

As shown in Table A2, the advantages of the Doppler method are its excellent real-time capability and its relative robustness to noise, but only 1D displacement in the beam direction can be measured because of angle dependence, and errors occur from aliasing when measuring a large displacement that exceeds half the wavelength.

The advantages of the speckle tracking method are that it is possible to measure large displacements that exceed the wavelength, provided the change in the speckle pattern is within a small range, and it is possible to track the movement of the ROI in 2D and 3D. However, the disadvantage is that the real-time capability may be lost as the calculation of correlation requires enormous computational power. In addition, it is susceptible to the effects of noise, and it is prone to detection errors when the speckle pattern is unclear because of weak echoes, etc.

(3) Combined method

From the standpoint of practical application in clinical settings, a high degree of accuracy to accommodate small displacements and a dynamic range wide enough to handle large displacements are necessary because fluctuations in the speed of compression are large when manual compression is used. In addition, deformation occurs not only in one dimension in the beam direction but also in the azimuthal direction because of the lateral deformation of tissue, etc. Moreover, in practice, the real-time capability is critical along with accuracy. Therefore, a combined autocorrelation method that combines the merits of the phase difference detection method and the spatial correlation method was developed (Shiina et al. 1996, 2002), as shown in Figure A5.

This combined method with the improved spatial correlation method and phase difference method have been implemented in current systems, but differences in their characteristics are manifested as differences in frame rate, image quality, and measurement conditions, etc.

A.3 Shear wave imaging

The first shear wave imaging methods to be developed employed external vibration to induce shear waves in tissues, with both ultrasonic (Sandrin et al., 2003) and MR imaging (Manduca et al., 2001; Sinkus et al., 2000a; Sinkus et al., 2005) methods used to monitor the wave propagation. Shear waves that are generated by acoustic radiation force, as shown in Figure 10, were first proposed for shear wave imaging methods by Sugimoto et al. (Sugimoto et. al., 1990) and Sarvazyan et al. (Sarvazyan et al. 1998), and this concept was developed in the context of diagnostic ultrasonic imaging concurrently by several groups in the early 2000s (K. R. Nightingale, McAleavey, & Trahey, 2003; J. J. Bercoff, Tanter, & Fink, 2004; Chen, Fatemi, & Greenleaf, 2004). The propagation speed of shear waves in soft tissue is several orders of magnitude slower than the speed of sound in soft tissue (1-10 m/s compared to 1540 m/s), so ultrasonic correlation and Doppler-based method can be used to monitor their propagation. Equations modeling shear wave propagation can be derived from the constitutive properties reflected in (1) and Newton’s 2nd law (conservation of momentum) as shown below:
where $\rho$ is the material density (typically assumed to be $1 \text{g/cm}^3$ for soft tissue), $u$ is the tissue displacement, $\nabla^2$ is the Laplacian operator determining the spatial gradients of displacement, $G$ is the shear modulus, and $t$ is time. The shear wave propagation speed that is associated with solving the above wave equation is related to the underlying tissue shear modulus ($G$), through Eq. (A9) (elastic material assumption, $G=\rho c_s^2$) or Eq. (A10) (which can be derived using viscoelastic material assumptions).

Ideally, shear wave speeds can be reconstructed from 3D displacement data, as is commonly used in magnetic resonance elastography (MRE) (Oliphant, Manduca, Ehman, & Greenleaf, 2001; Sinkus et al., 2000b). Ultrasonic elasticity imaging, however, is generally restricted to a single tomographic imaging plane that does not allow for full 3D displacement monitoring. Additionally, the presence of jitters in the ultrasonic displacement estimates can yield data with 10-20 dB SNR that is not amenable to second-order differentiation in space and time without excessive amplification of the jitters, leading to exceedingly noisy shear wave speed estimates when employing inversion of Eq. (A12) to determine shear wave speed, as was initially pursued with transient radiation force excitation methods (J. J. Bercoff et al., 2004; K. R. Nightingale et al., 2003). For these reasons, time-of-flight (TOF) methods that perform a linear regression of the wave arrival time versus position data are now typically used.

TOF-based methods employ a priori assumptions, including local homogeneity, and a known direction of propagation, such that the arrival time of the wave at adjacent positions can be used to determine the shear wave speed. All of the commercially available methods make assumptions about tissue behavior to generate a shear wave speed estimate, and the accuracy of those assumptions ultimately impacts the accuracy of the resulting estimate.

### Table A2. Speckle tracking vs. Doppler method

<table>
<thead>
<tr>
<th>Feature</th>
<th>Spatial correlation method (Speckle tracking method)</th>
<th>Phase difference detection method (Doppler method)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Displacement vector</td>
<td>2D measurement possible</td>
<td>1D displacement (Doppler angular dependency)</td>
</tr>
<tr>
<td>Displacement amount</td>
<td>Displacement exceeding wavelength applicable</td>
<td>Up to about half of wavelength (because of aliasing)</td>
</tr>
<tr>
<td>Real-time capability</td>
<td>Computational complexity</td>
<td>High-speed operation easy</td>
</tr>
<tr>
<td>Noise tolerance</td>
<td>Low</td>
<td>High</td>
</tr>
</tbody>
</table>

**Combined Autocorrelation Method (CAM)**

**2 steps**

**Step1**: Coarse estimation
- Detect large displacement from envelopes
- Select optimal zone without aliasing
- Resolution = a half wavelength

**Step2**: Fine estimation
- Detect unwrapped phase shift from carriers

Both steps are processed by autocorrelation method

- Improvement in the accuracy and processing speed
- Large dynamic range of strain (0.05% to 5.0%)  

**2-D search**

- Robust to probe movement
- Freehand compression

**CAM is suitable for real-time and free-hand elasticity evaluation**

Figure A5. Principle of the combined autocorrelation method. The rough displacement is first calculated from the envelope using the resolution of half a wavelength, and then the displacement is calculated in high resolution using the phase difference after correcting the rough displacement. Because both processes use the autocorrelation method used in color Doppler, it achieves high speed. As a result, it has a wide dynamic range and provides high accuracy, being able to accommodate strain ranging from approximately 0.05% to 5% without causing aliasing errors. Therefore, the method is suitable for manual compression methods. It was installed in the first equipment that was put to practical use, and it is currently being used in a 3D elastography system.